~“I-—waveform lighting

Waveform Lighting
waveformlighting.com
Tel:
Fax:

Product Mark

Model: PN 7025.270

Temperature: 25°C

Tester: admin

Parameter

OHSP Test Report

Manufacture: Waveform Lighting
Humidity: 65%
Test Date: 2020-04-27,15:17:43
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ESuv(mW/cm)

0.0401

Peak Signal

54581

Euvc(mW/cm)

0.0364

Dark Signal

3198

Euvb(mW/cmi)

0.0101

Compensate level

2830

Euva(mW/cm)

0.0007

Euv(mW/cmi)

0.05

Eb(mW/cm)

0.00

Eg(mW/cmi)

0.00

Ec(mW/cm)

0.00

Ee(mW/cm?2)

0.04546

HalfWidth(nm)

11.5

Peak(nm)

274.5

Center(nm)

274.6

Centroid(nm)

276.8

Integral Time(ms)

2900.0

Spectrogram

CIE1931

Wave: 274.0nm Value: 3.387uW/cm?nm

1.0

0.8

0.6

0.2

200 225

250 275

Y,
0.9

0.8 7

0.7

0.6

0.5

0.4

0.3

0.2

300 325

350 375 400 425 450

CRI

-100 -75

25 50 75 100

Ra
R1
R2
R3
R4
R5
R6
R7
R8
R9
R10
R11
R12
R13
R14
R15

cococococoooocooo00000°

Instrument Status

Type: OHSP350UVS
Integral Time: 2900.000ms

SN: 202004220
VPeak: 54581

Scan Range: 200-450nm

VDark: 3198

Remark:



